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The problem: 
To ca1ibrte electromagnetic flowmeters for liquid 
alkali metals such as liquid potassium and liquid 
sodium. 
The solution: 
A thermal calorimetric method in which the elec-
tromagnetic flowmeter is placed in the liquid metal 
flow system in series with a thermal calorimeter. 
How it's done: 
An immersion heater is used for heat input to the 
calorimeter to assure that all of the heat input goes 
into the liquid metals' sensible heat. To determine the 
liquid metal flow rate, three parameters have to be 
known to solve the heat balance equation 
q W. 
where 
w = flow rate 
q = heat input to calorimeter 
Cp = specific heat of liquid metal 
AT = liquid metal temperature increase across cal-
orimeter due to heat input 
The heat input to the calorimeter through the im-
mersion heater is measured very accurately by a
standard wattmeter. The calorimeter heat loss and the 
systematic temperature measurement error between 
the inlet and outlet thermocouples are determined by 
a special technique developed in the process of cali-
brating the thermocouples. 
Simultaneously as the heat input to the calorimeter 
and temperature rise of the liquid metal at the inlet 
and outlet of the calorimeter are recorded, the elec-
tromagnetic flowmeter reading is recorded. Since the 
calorimeter and electromagnetic flowmeter are in 
series, the calculated flow rate through the calorim-
eter can be compared directly with the respective 
electromagnetic flowmeter reading. 
Notes: 
I. Flow rates calculated from the heat balance equa-
tion were used as the basis for calibration of an 
electromagnetic flowmeter for the liquid metal 
potassium over the following range of calorimeter 
conditions: 
Potassium flow rate	 0.14 to 0.31 lb/sec 
Potassium temperature	 11.50 to 43.4°F 
difference 
Average potassium	 600° to 700°F 
temperature 
Calorimeter heat input 	 0.76 to 1.6 BTU/sec 
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Four sets of calibrations resulted in an average 
ratio of the calorimeter to electromagnetic flow-
meter flow rates of 1.145 with a standard error of 
Additional details are contained in NASA CR-851, 
Thermal and Hydraulic Performance of Potassium 
during Condensation inside Single Tubes, by S. G. 
Sawochka, August, 1967. Copies of this report are 
available from: 
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